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• Prospective study being conducted at 7 sites in 

Australia (NCT05177354). The study has 2 parts: 

a) in-clinic, randomized, cross-over, single blind, 

testing for Primary Endpoint at 1-month and b) 

long-term, single-arm follow-up for pain outcomes 

at 3-, 6-, 12-, 18- and 24-months post Device 

Activation.

• Primary objective is to demonstrate reduction in 

overstimulation with the CL-SCS relative to OL-

SCS. The primary analysis set (PAS) includes the 

first 28 back/leg pain subjects to complete the 1-

month visit with measurable ECAPs (see inset in 

Figure 1). 

• Secondary objective is to characterize % of 

subjects with ≥50% reduction in overall, back/leg 

pain at 3 months. 

• Durable SCS therapy outcomes have been 

demonstrated to 24 months and beyond with 

various waveforms1-4.  

• Closed-loop (CL) is intended to enable consistency 

of dosing by adjusting stimulation in proportion to 

the lead-to-cord distance. Currently 2 options are 

available: a) using a posture-sensor located within 

the INS or b) using ECAP signals. 

• At a given stimulation amplitude and posture, 

ECAP amplitude relates to the lead-to-cord 

distance. It is the summed activity of the nerve 

fibers activated by SCS 5

• Hence, features extracted from ECAPs can be 

used to adjust stimulation amplitude5

✓Consistent performance of the CL feature was observed through the 12m 

visit. Associated with reduced burden of manual adjustment and ability to 

engage in activities of daily living without fear of therapy side effects. 

✓Clinically significant and sustained improvements  in pain, HR-QoL and 

physical function was observed. 50% reduced/stopped Opioid use (n = 32 
with BL MME >0). 

✓100% reported satisfaction with therapy; 

✓ 98% would recommend to friends/family.

✓Safety Profile is as expected – no UADEs
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Figure 1. 

Study visits 

through the 

24-month 

follow-up. 
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Detectable ECAPs during in-clinic testing
1M

 (N=55) 

3M 

(N=54) 

12M 

(N=46)

Measure Available 55 54 46

Clear and Measurable ECAPS 53 (96.4%) 50 (92.6%) 43 (93.5%)

No Clear and Measurable ECAPS 2 (3.6%) 4 (7.4%) 3 (6.5%)

Figure 2. A. Mean overstim. 

intensity during the in-clinic testing 

with OL-SCS and CL-SCS from 1m 

to 12m visit. B. Percent reporting 

overstim. reduction with CL-SCS 
and preference for the CL-SCS 

testing period. C. Percent with 

consistent ECAP signals at 

comfortable stimulation amplitude 

through the 12m visit.

2A. 2B.

2C.

(median)1 (IQR: 0 – 4.7) adjustment of stimulation amplitude 

every 30 days with CL-SCS  

Compared to 50% of survey participants that made adjustments once per week to ≥1 per day with OL-SCS†. 
Survey included 100 subjects implanted with devices from a variety of manufacturers delivering OL-SCS therapy.6 

78% reported being comfortable engaging in activities with 

stimulation turned on. 

91% reported not experiencing uncomfortable stimulation 

during activities of daily living

80% reported not needing to turn their stimulation down or 

off during activities 
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Pain Reduction and Composite Outcome

86% improved Physical Function  

(Oswestry Disability Index ▼ 

≥10)

89% improved in QoL

(EQ-5D-5L ▲ by ≥0.074)
64% improved 

in Sleep quality 

(PSQI ▼ ≥3.0)

94% improved in Overall Low-

back/Leg Pain (VAS ▼ ≥30% 

)

53% Improved 

in Mood 

(POMS▼ ≥10)

• 82% RR Low-back 

pain

RR – responder rate; ≥50% 

reduction in pain relative to BL 

87% Improved in ≥3 domains (below) of the Composite7
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Results

Baseline Characteristics Implanted = 60

Age – Mean(SD) years 57.9 (14.1) 

Female – n (%) 27 (45.0) 

Pain VAS – Mean (SD) mm

Overall 80.3 (10.5)

Low-Back 73.7 (19.9)

Leg 73.1 (22.7)

Upper Limb (UL) 81.3 (6.4)

Etiology – n (%)

PSPS T1 17 (28.3)

PSPS T2 38 (63.3)

CRPS I and II 5 (8.3)

Severely Disabled/Worse (ODI) – n (%) 49 (86.0)

On Opioids – n (%) 45 (75.0)

Onset of Pain – Mean(SD) years 10.1 (9.7) 

Table  1. Baseline Characteristics for implanted 
subjects (57 low-back/Leg and 3 UL pain)

Subject Disposition to 12M follow-up

• 94 subjects were enrolled, 75 trialed and 60 
were implanted with the CL-SCS device. 

• 4/75 subjects that completed the Trial had 
<50% relief and were not eligible for implant. 
11/75 were exited for other reasons - per 
PI/subject (8), deviation (2) and adverse event 
(AE; 1).

• 3 subjects exited prior to and 2 missed the 1-
month study visit resulting in 55 completing the 
visit. 

• 54 subjects completed the 3-month visit – 1 
subject exited prior to the visit due to an AE, 
and 2 withdrawal of consent. This includes 51 
subjects with Low Back/Leg pain and 3 with UL 
pain. 

• 51 subjects completed the 6-month visit; 2 
subjects exited prior to the visit due to lost 
follow up and 1 missed the follow-up.

• 46 subjects completed the 12-month visit; 6 
exited prior to the visit per PI/subject.

Benefits of CL-SCS during at-home use
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